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Abstract
Background: For many years, relative values based on 100 quanti-
fied cells have been used to assess blood counts in the field of he-
matology. However, modern blood counting machines have recently 
made it possible to determine absolute counts. Thus, the current study 
assessed whether the determination of relative values, based on 100 
cells counted, or the determination of absolute values is more accu-
rate in hematology.
Methods: To calculate the errors of absolute counts and of quotients, 
we used two independent methods to determine the errors. For the er-
ror calculation, we first performed a Gaussian error calculation. Sec-
ond we identified the errors using daily control checks and examined 
the high limit of the actual errors (precision) on the Sysmex XE5000 
hematological analyzer.
Results: Our findings indicated that the accuracy of the relative val-
ues was always much higher compared to the absolute values.
Conclusion: This finding can be explained by “combined errors” 
which affect absolute cell counts and which are directed for all cell 
counts of one run into the same direction. These types of errors are 
reduced by quotient formation as shown here for the basophils. The 
accuracy of the absolute values obtained from the hematology ma-
chines of the latest generation was acceptable due to the very high 
number of cells quantified.
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Introduction
In the field of hematology, the cellular components of the 
blood are routinely quantified. However, the use of absolute 
or relative values remains controversial and has received con-
flicting opinions from doctors of various disciplines. Although 
internists increasingly pay attention to the absolute values in 
the complete cell count, representatives of other disciplines, 
such as pediatrics, also appreciate the relative values due to the 
larger constancy related to age dependency.
The error analysis in the clinical-chemical laboratory up 
now is done by comparing the measurement of a standardized 
quality control sample with a previously defined target value 
for this particular sample as well as by assessing the precision 
of this quality control. This procedure has been described by 
a variety of authors [1-7]. Furthermore, different methods and 
schemes (e.g. the control chart and the Shewhart chart) have 
been described for assessing and evaluation of the resulting 
precession curves [2-6].
The cellular components of blood consist of platelets, 
erythrocytes, and different leukocytes, such as neutrophils, 
eosinophils, granulocytes, basophils, monocytes and lympho-
cytes. The determination of absolute values in hematology re-
mains a relatively young discipline, and it has only recently 
become possible to identify absolute concentrations of cellular 
values. In particular, the new generation of hematology ma-
chines has enabled this advancement; machines of this genera-
tion can quantify and differentiate very high numbers of cells, 
i.e., cell counts within the range of several thousand to tens 
of thousands of analyzed cells. For example, the Sysmex XE 
5000, as well as other systems from other manufacturers, can 
differentiate a large number of cells.
The current study investigated whether relative values, 
i.e., those based on 100 cells counted, or absolute values are 
more accurate. First, we addressed whether such analyses 
should be performed using the mean of the error calculation 
according to the Gaussian principle. Second, we evaluated 
whether the error calculation should be determined on the ba-
sis of a review of the controls. For this purpose, daily control 
measurements were performed and subsequently evaluated 
using various system devices. The equipment systems used to 
analyze these controls included the XE 5000 and the XS800, 
which were created by Sysmex and are common hematology 
machines used in many labs, and the Diffmaster (a system 
based on pattern recognition of cell differentiation), which 
was created by CellaVision. The third approach was the man-
ual differentiation method, which was performed by trained 
hematology personnel. Next, we calculated the respective ac-
tual error that occurred with reference to the quality control, 
and we then performed a Gaussian error calculation, which 
provides the maximum theoretical error. Next, we examined 
and compared the error as given by the quotient formation, 
including the error with the relative values, the error of the ab-
solute values based on the Gaussian theory of errors, and the 
error based on the actual value of variations of measurements 
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compared with the respective control. Consequently, we ob-
served very strong fluctuations of the absolute values. How-
ever, the relative values appeared to be more constant. Our 
results demonstrated that the measurement accuracy was ana-
lytically much higher for the relative values compared with 
the absolute values. This finding applied to all of the devices 
of the modern hematology systems. However, for hematology 
machines such as the Sysmex XE 5000, the absolute values 
were relatively reliable due to the high number of quantified 
cells. Thus, obtaining absolute cell numbers using these de-
vice systems is strongly recommended.
Materials and Methods
Complete cell counts were measured using the daily quality 
control checks (e-check (XE) and e-check (XS) 1, 2, and 3, 
with low, medium, and high controls, Streck-Sysmex) of the 
hematological analysis system XE 5000 of the company Sys-
mex (Sysmex, Kobe, Japan). Besides this, these systems con-
sisted of image recognition systems (CellaVision) and manual 
blood counts.
The quality control checks were systematically evaluated. 
The mean and standard deviation of the absolute measure-
ments were calculated, and the mean and standard deviation of 
the quotients (relative values) were also determined.
Second, a Gaussian error calculation was performed for 
the quotients.
Next, the theoretically determined error values (according 
to the Gaussian method) and the experimentally occurring er-
rors were juxtaposed and compared with each other.
Results
Measurements of the controls
The analytical accuracy of the quotients was always higher 
compared with the analytical accuracy of absolute measure-
ments. This finding applied to both the relative cell number 
Table 1.  Imprecisions of Absolute and Relative Cell Counts Measured With the Sysmex XE5000 Hematological Analyzer (Control 




















1.58 5.50 8.57 29.83 11.86 41.28 1.88 6.54 4.84 16.85 28.73
1.52 5.14 8.79 29.73 12.27 41.49 2.12 7.17 4.87 16.47 29.57
1.72 5.94 8.69 30.01 12.00 41.44 1.80 6.22 4.75 16.40 28.96
1.55 5.26 9.00 30.55 12.32 41.82 1.89 6.42 4.70 15.95 29.46
1.42 4.86 8.72 29.82 12.18 41.66 2.09 7.15 4.83 16.52 29.24
1.59 5.46 8.70 29.86 12.09 41.49 1.71 5.87 5.05 17.33 29.14
1.38 4.74 8.96 30.76 12.04 41.33 1.80 6.18 4.95 16.99 29.13
1.52 5.29 8.25 28.71 12.01 41.79 1.93 6.72 5.03 17.50 28.74
1.54 5.37 8.60 30.00 11.84 41.30 2.00 6.98 4.69 16.36 28.67
1.49 5.19 8.16 28.42 11.94 41.59 1.89 6.58 5.23 18.22 28.71
1.35 4.77 8.48 29.95 11.81 41.72 1.86 6.57 4.81 16.99 28.31
1.28 4.39 8.77 30.05 12.17 41.71 1.93 6.61 5.03 17.24 29.18
1.39 4.79 8.50 29.28 12.09 41.65 1.97 6.79 5.08 17.50 29.03
1.36 4.67 8.78 30.15 12.14 41.69 1.84 6.32 5.00 17.17 29.12
1.38 4.74 8.78 30.13 12.14 41.66 1.84 6.31 5.00 17.16 29.14
1.26 4.39 8.83 30.79 11.91 41.53 1.89 6.59 4.79 16.70 28.68
1.64 5.55 8.97 30.33 12.19 41.22 1.77 5.99 5.00 16.91 29.57
1.51 5.05 8.69 29.08 12.54 41.97 1.99 6.66 5.15 17.24 29.88
1.34 4.68 8.40 29.33 12.06 42.11 1.98 6.91 4.86 16.97 28.64
Means 1.46 5.04 8.67 29.83 12.08 41.60 1.90 6.56 4.93 16.97 29.05
Standard variation 0.13 0.42 0.23 0.63 0.18 0.23 0.10 0.36 0.15 0.51 0.39
VK % 8.58 8.33 2.65 2.13 1.49 0.56 5.51 5.47 3.08 3.02 1.36
Figure 1. Pythagorean theorem. 
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in the blood counts of the optical image analysis using the 
CellaVision machine as well as the results obtained from the 
manually performed blood counts. In the case of the hematol-
ogy machines, the accuracy of the absolute number, however, 
could be considered sufficient even if significantly lower than 
the accuracy of the quotients (or relative values). This finding 
was likely due to the high number (up to 10,000 cells) of cells 
processed using these recently developed machines.
Gaussian error calculation (law of error propagation)
The coefficient of variation (CV), the standard deviation di-
vided by the mean value, is a close approximation of the mean 
relative error, which is the error divided by the measured value. 
In physics, it is common practice to calculate (or to estimate) 
the measurement error of the product or quotient of two meas-
ured quantities, according to the Gaussian error propagation 
equation, by means of the Pythagorean theorem (Fig. 1).
Measurement of the day-to-day precision control for the 
hematological parameters yielded a CV of 1.49% for the ba-
sophils at 12 Gpt/L (high level control e-check (XE) 3) and 
of 2.09% for the basophils at 1.76 Gpt/L (low level control 
e-check (XE) 1).
For the total cell count, a CV of 1.36% was observed at 29 
Gpt (high level control e-check (XE) 3), and a CV of 1.79% 
was observed at 4.6 Gpt/L (low level control e-check (XE) 1). 
Thus, with values of < 1.76 Gpt/L for the basophils, the CV 
was approximately 2.1%, and for the total cell count, the CV 
was approximately 1.4-1.8% at the levels tested.
According to the Gaussian calculation, the errors of the 
products of basophils and the total cell count were 2.017% 
(high level 3) and 2.75% (low level 1). The errors of the ba-
sophil/total cell quotient were also 2.017% for the high level 
(level 3) and 2.75% for the low level (level 1).
Looking at the basophils
Comparison of the experimental determined measurement er-
ror of the quotients with the calculated measurement error ac-
cording to the Gaussian error calculation (law of error propa-
gation)
Thus, by looking at the XE5000 hematological analyzer of the 
company Sysmex (Symex, Kobe, Japan) and at the high level 
control (level 3), the experimental determined CV of < 0.56% 
for the basophil quotient (relative basophils cp. Table 1) was a 
strong improvement over the theoretical determined possible 
error of the basophils to total cell ratio of 2.017% (level 3).
Furthermore, by looking at the low level control (level 
1), the experimental determined CV of 1.45% for the basophil 
quotient (relative basophils) was also an improvement over the 
theoretical determined possible error of the basophils to total 
cells ratio of 2.75%.
Comparison of absolute and relative cell counts
Again looking at the basophils gave a CV of 1.49% for the 
imprecision of the absolute cell counts and a CV of only 0.56% 
Figure 2. Error in the absolute basophil counts. This error is thereby proportional to the error in the total cell count (r = 0.8). E-
check hematology quality control (QC level 3) is used on a Sysmex XE 5000 hematology analyzer. 
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for the imprecision of the relative cell counts. Thereby, control 
material e-check level 3 (Streck, Sysmex, Kobe, Japan) was 
measured day by day for 19 days. Absolute values were meas-
ured in Gpt/L (giga particle counts per liter) and relative values 
were reported as percentages. The same result was true for all 
other cellular parameters.
Evaluation of theoretical and experimental results
Thus, according to theoretical considerations as well as the 
Gaussian error calculation, the error of the basophil to total cell 
quotient should be significantly higher than the error of the ab-
solute cell counts themselves. However, the experimental re-
sults revealed that the experimental errors of the cell quotients 
(relative cell ratios) were significantly lower than the errors of 
the absolute cell counts. The same effects as described for the 
basophils were in principle also seen for all other cell counts 
for all other leukocyte subtypes.
Figures 2 and 3 give the errors in basophils plotted ver-
sus the error in total cell counts. A linear relationship always 
shows up, indicating that the systematic or combined measure-
ment error always is directed into the same direction. This type 
of error “cancels out” through quotient formation.
The quotient or relative ratio of the basophils corresponds 
to the slope of the linear line in Figures 2 and 3. And the slope 
is always the same, independent from the systematic or com-
bined measurement error underlying a single measurement.
The effect, as shown here for the basophils, was the same 
for all cellular parameters measured by the analyzer. For the 
machine cell counts, the effect on the basophils was the most 
prominent, but was also present for all other cell types. For 
relative cell counts, the measurement error (and the CVs) was 
always lower and the precision was always higher than for ab-
solute cell counts.
Discussion
According to the results presented here (especially for manual 
differential blood counts and those obtained using pattern rec-
ognition machines as the CellaVision), the analytical accuracy 
of the ratios was significantly higher compared to the accuracy 
of the absolute cell count values for all manual and semi-man-
ual quantification methods. Due to this fact, most labs only 
report the relative values for these manual methods. Contrary 
to this result, by using the Gaussian theory of errors, higher er-
rors were estimated for the quotients (relative cell values) than 
for the absolute cell counts.
For the large hematology machines and differential blood 
cell counting machines, the results are in principal identical 
(lower imprecision of the relative values, higher imprecision 
of the absolute value); however, the measured absolute val-
ues are also acceptable accurate, due to a high number of cells 
counted by these machines.
In general, the measurement error can be divided into a 
systematic, a random and here so-called “combined error”. By 
quotient formation, we observed a reduction in the combined 
error, because several or all cellular parameters that are count-
ed in one run are coupled. If the volume investigated in one 
run is higher, then all cellular parameters counted are counted 
higher. If the volume investigated in one run is lower, then 
Figure 3. Error in the absolute basophil counts. This error is thereby proportional to the error in the total cell count. E-check 
hematology quality control (QC level 1) is used on a Sysmex XE 5000 hematology analyzer. 
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all cellular parameters counted are counted lower. The same 
occurs if the blood portion is not well mixed. This “combined 
error” is reduced by quotient formation. Thereby, the com-
bined error affects all cell populations measured in one run in 
the same way. This type of error seems to be directed always 
into the same direction for the leukocyte subtype and for the 
total cell count as well. Figure 2 indicates that the errors in 
the basophil cell counts and total cell counts are indeed in the 
same direction, so that they “cancel out” through quotient for-
mation. The result is thus an error reduction through quotient 
formation when looking at relative cell counts. The same can 
be seen in Figure 3 for another quality control level. Thereby, 
both measurements (Figs. 2 and 3) belong to automated com-
plete blood cell counts (company Sysmex XE5000, Sysmex, 
Kobe, Japan).
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